[The comparative characteristics of the peroxidase conjugates used in Soviet immunoenzyme test systems for detecting HIV antibodies].
Five lots of peroxidase conjugates were studied in enzyme immunoassay systems "Recombinant-HIV" and "Peptoscreen-2" for detection of antibody to HIV. The conjugates differed from each other by the source of generation and methods of preparation. The conjugates were studied in biochemical tests and ELISA. When panels of sera from HIV-infected children and adults were employed, the advantages of using the anti-immunoglobulin conjugate over protein A-peroxidase conjugate were demonstrated, as the former increased the sensitivity of the test systems to HIV antibody detection.